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CERTIFICATION by CUSTODIAN of RECORDS \\ \v
N Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

- maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: (°8-06 call1 008 AC Cal2 bH.078 AC

Date: 26006 Call 0.0%F AC Cal2 0.079 AC

Date: Cal l AC Cal2 AC

Between the datesof 80(0 and 7 606

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon  —

The instrument %ﬂy onﬂm/
N (j

Terry S. Gallegos

7:10:200¢

ADPS QAS Permit # QAS 976
SUBSCRIBED AND SWORN to beforeme this /() day of
—\_}—T) ‘ j ’ 20% .
’ CIAL SEAL A
KATHY A. KINNEY AT, O Fmnt
i (] JE) NOTARY PuaLlc-Am_ﬁnr i
"N - PIMA COUN Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT E-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(A) ’0?(0

ARIZONA DEPARTMENT OF PUBLIC SAFETY ' q

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD QUALITY ASSURANCE PROCEDURE

s (
QA SPECIALIST M L 4 AGENCY Tucson Police Department

DATE F-G- 2006 TIME [34F

INTOXILYZER SERIAL % (pQ-004%122 rocaton __ OD&

( '/) 1. Display reads “READY TO START” or “PUSH BUTTON TO START TEST.”

DIAGNOSTIC TESTS

( ‘/) 1. DVM Test check. Setting should be between .010 and .600. Mode
selection switch S2 on, S1 and S3 off or keyboard menu selection
“H”. Reading is _ , z&_o

{ / 2. Display Test check. Mode selectlon switch S1 on and S2 and S3 off
or keyboard menu selection “V”.

(l/) 3. Printer Test check. Mode selection switch 81, 82, 83 off or

I/ keyboard menu selection “P”.
( 4. Clock time check. Mode selection switch S10 on or keyboard menu

selection “E”
(/ 5. Date check. Mode selection switch 811 on or keyboard menu
selection “E”.

OPERATIONAL TESTS

( \/) 1. Alcohol-free subject Test result 0. OOO AC
( ) 2. Error recognition logic system functioning
Invalid test printed
| (A 3. Proper sample recognition system
' Invalid sample printed
Deficient sample printed
( ) 4. Standard Calibration Chec Hstandard 0. 0@0 AC

Results: 0. _Q??ﬁc ard D-0

Instrument operating accurately and properly. YES ‘/NO

COMMENTS:

SIGNATURE (ﬂ&w: /(ajj)’),_.

*WITH OR WITHOUT VAPOR RECIRCULA N AND WITH OR WITHOUT KEYBOARD

DPS Form Exh E-4 (Rev. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.
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EXHIBIT E-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(A) 5/0%

ARIZONA DEPARTMENT OF PUBLIC SAFETY ’Eh

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST "] ¥V AddY >} AGENCY Tucson Police Department
DATE 2k 200 TIME [3%%
INTOxILYZER SERIAL # (g -00¥§ 22 LocaTioN ODE

( V/T 1. Pour a standard alcohol concentration solution into a
clean dry simulator jar and assemble the simulator.
Ensure that a tight seal has been made.
Standard value: 0. ])&Q AC.

( b/1 2. Turn on the simulator and allow the temperature to
reach 34°C = 0.2°C.

( b/f 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting “C”

'/A on keyboard menu.
( ) 4. Attach simulator to the simulator entrance port on the
// Intoxilyzer.

) 5. Intoxilyzer 5000 display reads “READY TO START” or
V/?// “PUSH BUTTON",
V/V} 6 Push Start Test button or press enter on keyboard.
7. Insert card in response to display.
S;:$: 8 Air blank completed.
Y 9. sStandard Calibration Check completed.
Test results 0.0MQM DoOﬁ AC.
:;yﬁ/' 10. Air blank completed.
V{/ 11, When test complete, remove printed record. Attach the
V// record to the completed checklist.
) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE /%UM [taﬂa/

\../
*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DPS Form Exh E-2 (Rev. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.




NI WD A 9861 @

QHvO HIINIEG LNIWNHLSNI GHIZATUXOLNE

SVWIY HO/ONY zo:%g

ERSBT —Con Y

pee———————e ]

'‘G3ANISEO 1S4 3L

N

FNYN S.10308NS

__,.amzﬁakmo LSTHOIH SYM OFLNI¥d
- TT3neA - 37dU9S INTIT430 K

- @Bihl
aaihl:
LGET
mzHH

@@ihl "

226h08-99 NS
WE IQHO27Y
kzmzkmamua MQHJDw zanu:k

_mmNyqa

g6 " YHETE HIY

12@° 1831 193rans

1 p08" _ ;zaJm‘mHz
- 3NgA Jyud S 183k
@gx¢axm@

B@R5 13nou ZY
- &udyJijsz

e e T T A T T DR

v/ —4

‘ONIIND Aa 861 @

QuYD HILNIEJ INIWNHISNI GHIZAWXOLNI

S

d

n

SHUYWIY HO/ OGNV NOUVIWGOINI TYNOLLIAaY

730e

Z

etm————————

7 INSWNHLSNI

0aAH3SHO0 15U INLL

uPo

INYN $.10378NS

¢mm :loq

age’
HOoW*®
gne "

,mm.mﬁ;

mmmrmalom NS

¥IZATENE OHOD
LH3WL ¥ d

o e ———————

m:4¢} avag

A1dd430 M3 zHuum

YNBE Wi
S 31dUEE OIHANT
LzﬂJm 41y
1831

b@ 9@/ L0

peRs 130U ZY

I8 - WIZATNIKOQLNT
EQ MLHJ:m Iamunk

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information

contained in computer storage devices of the Tucson Police Department.



